
Portland Powell & 22nd: Sampled Feb 13-27, 2016

3/17/2016

Sampled Sample Type Arsenic, Total (ng/m³ LTP) Beryllium, Total (ng/m³ LTP) Cadmium, Total (ng/m³ LTP) Chromium, Total (ng/m³ LTP) Cobalt, Total (ng/m³ LTP)
2/13/2016 0:00 24 Hr 0.814 <0.004 0.317 <1.06 0.056
2/16/2016 6:00 12 Hr 0.495 <0.008 0.501 <2.13 0.15
2/17/2016 6:00 12 Hr 1.22 <0.008 1.06 3.16 0.28
2/18/2016 6:00 12 Hr 0.249* <0.010* 0.342* 3.62* 0.134*
2/20/2016 6:00 12 Hr 0.758 <0.008 7.6 <2.13 0.137
2/22/2016 6:00 12 Hr 1.5 <0.008 0.503 <2.13 0.189
2/23/2016 6:00 12 Hr 0.321 <0.008 <0.068 <2.13 0.063
2/24/2016 6:00 12 Hr 0.866* 0.013* 0.877* 3.68* 1.36*
2/25/2016 6:00 12 Hr 0.847 <0.008 0.096 <2.13 0.164
2/26/2016 6:00 12 Hr 1.47 <0.008 0.643 <2.13 0.284
2/27/2016 6:00 12 Hr 1.06 <0.008 0.697 <2.13 0.065

Sampled Sample Type Chromium +6 (ng/m³ LTP) Lead, Total (ng/m³ LTP) Manganese, Total (ng/m³ LTP) Nickel, Total (ng/m³ LTP) Selenium, Total (ng/m³ LTP)
2/13/2016 0:00 24 Hr Not Sampled 1.62 1.99 0.809 0.254
2/16/2016 6:00 12 Hr Not Sampled 3.17 7.38 2.43 0.239
2/17/2016 6:00 12 Hr 0.501 27.5 13.4 3.5 3.56
2/18/2016 6:00 12 Hr Void 2.34* <2.08* 1.21* 0.543*
2/20/2016 6:00 12 Hr <0.069 1.47 1.74 2.14 0.905
2/22/2016 6:00 12 Hr 0.125 14.7 31.2 1.49 1.21
2/23/2016 6:00 12 Hr <0.069 1.37 12.2 <0.773 0.087
2/24/2016 6:00 12 Hr 0.121 5.82* 16.2* 10.9* 2.06*
2/25/2016 6:00 12 Hr <0.069 3.07 47.9 <0.773 0.249
2/26/2016 6:00 12 Hr 0.222 86.6 9.11 1.39 5.14
2/27/2016 6:00 12 Hr <0.069 12.6 1.97 <0.773 4.98

Data Quality Level Key 24 hour sampling
Met all QC and method criteria
Results Estimated. Either below the quantiation limit or because of issues during sampling or analysis
Sampler not set up for Cr+6 yet
Data of unacceptable quality - Instrument Problems * sampling duration only 7.5 - 9 hours prior to power failure.
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